: Agilent Technologies

Sample name:

M8873-D-Luciferin potassium salt-17 Injection date:

Instrument: A010 Location:
Inj. volume: 2 Type:
Acqg. method: HPLC Sample amount:
Processing method:
Manually modified:
DAD1A,Sig=220.0,4.0 Ref=off
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Signal: DAD1A,Sig=220.0,4.0 Ref=off
RT [min] Peak Area Height
4.362 13.0 44
5.079 5.5 0.9
5.425 10.2 2.1
5.913 1.2 0.4
6.144 1.3 0.4
6.441 13762.2 2740.3
6.695 21.3 5.9
7.234 1.7 0.5
7.340 1.8 0.5
7.532 26.3 7.8
7.795 44.0 12.7
8.069 4.8 1.4

8.122

3.9 1.0

Sec

9 95 10 105 11 115 12 125 13 135 14 145 15 155 16

Area%

0.094
0.040
0.073
0.008
0.010
99.028
0.154
0.012
0.013
0.190
0.316
0.035
0.028






